BACKGROUND
==========

In recent years, microinvasive glaucoma surgery (MIGS) has emerged as a safer surgical alternative to traditional filtering surgery in mild-to-moderate glaucoma.^[@B1]^ Amongst MIGS options, the XEN gel stent (Allergan Plc, Dublin, Ireland) is 6 mm-long tubes, made of crosslinked gelatin.^[@B2]^ They were designed to be used *ab interno* to create a drainage canal through the trabecular meshwork between the anterior chamber (AC) and the subconjunctival space. Its 45 μm internal diameter was calculated using Hagen--Poiseuille equation to minimize the risk of hypotony.^[@B3]^ However, despite a good safety profile, the very small lumen of the XEN gel stents has a certain propensity to become obstructed. The exact causes and predicting factors for such obstructions still require further research.^[@B4],[@B5]^

Hyphema has long been known as a potential cause of secondary glaucoma.^[@B6]^ This is assumed to result from clogging of the trabecular meshwork by red blood cells (RBCs) by-products and subsequent fibrotic changes.^[@B7]^ Trabecular obstruction secondary to AC hemorrhages has been observed following several routine ophthalmic procedures and microtrauma;^[@B8],[@B9]^ however, to date, they have not been associated with XEN gel stent obstruction.

CASE DESCRIPTION
================

In this report, we describe the case of 55-year-old lady of Central African origin with primary open-angle glaucoma (POAG) who underwent bilateral XEN gel surgery.

Initial Presentation
--------------------

The patient was initially referred by her general ophthalmologist to a tertiary glaucoma center with intraocular pressures (IOP) of 38 mm Hg and 22 mm Hg in the right and the left eyes, respectively. She had been diagnosed with POAG several years before and had been managed with two selective laser trabeculoplasties (SLT) and maximal medical therapy including oral acetazolamide (Vifor Pharma, Bern, Switzerland), despite mediocre self-reported compliance. She had a positive family history for open-angle glaucoma in her mother. At the time of presentation, her best-corrected visual acuity was 10/10 in both eyes on a decimal chart (6/6 Snellen) in slightly myopic eyes (−0.75 D and −1.25 D spherical equivalent in the right and the left eyes, respectively). Slit lamp examination revealed a deep and quiet AC and a clear crystalline lens. Cup/disk ratio was 0.8 in the right eye with an inferior notch and 0.7 in the left eye with a superior notch. Gonioscopy showed bilaterally open angles. Pachymetry was 580 μm and 585 μm in the right and the left eyes, respectively. Automated visual field examination (Octopus, Haag Streit, Koeniz, Switzerland) showed bilateral nasal quadrantanopsia. Optical coherence tomography imaging (Spectralis OCT, Heidelberg Engineering AG, Germany) of the retinal nerve fiber layer (RNFL) showed generally reduced RNFL thicknesses bilaterally, with complete atrophy of the RNFL inferiorly in the left eye. Brain MRI imaging was unremarkable.

XEN Gel Surgery and Follow-up
-----------------------------

Bilateral mitomycin C-augmented XEN gel stent implantation was organized with a target IOP ≤18 mm Hg. Surgeries were performed following standard protocols described in the literature. No intraoperative complications were noted, and the patient received a standard postoperative treatment of topical combined tobramycin and dexamethasone (Novartis Pharma, Basel, Switzerland) in decreasing regime. The right eye recovered uneventfully, with IOP normalizing between 12 mm Hg and 16 mm Hg at 3 months, with no additional therapy. The left eye developed a 2-mm hyphema on the first day following surgery, associated with dense RBC in the AC and corneal edema. The initial intraocular pressure was 2 mm Hg, which gradually improved with scopolamine (OmniVision Pharma, Puchheim, Germany) to 9 mm Hg at day 3. After 8 days, the hyphema had completely resolved and IOP was stable at 12 mm Hg. After 1 month, the patient presented to her postoperative follow-up with an IOP of 50 mm Hg in the left eye. On examination, the filtration bleb was shallow but diffuse, the iridocorneal angle was open, the XEN gel stent was well-positioned, and no clear obstruction was visible on its intraocular tip.

XEN Gel Stent Obstruction
-------------------------

Intraocular pressure was reduced using topical and intravenous medications, and an emergency revision procedure was organized in theater. The absence of filtration through the stent was confirmed intraoperatively and the blocked tube was removed. It was sent for macroscopic analysis to confirm the cause of the obstruction and was replaced by a new XEN gel implant. The patient made good recovery without any postoperative complications, and at 1-month, her IOP was stable at 17 mm Hg.

The macroscopic examination confirmed obstruction of the XEN gel stent on its AC extremity, with translucent cell fragments ([Fig. 1](#F1){ref-type="fig"}). No fibrin, blood clot, or other type of tissue could be identified within the obstructed tube.

DISCUSSION
==========

This case report confirms cell fragments as a potential cause of XEN gel stent occlusion. In this specific case, the exact nature of the cells debris could not be clearly identified microscopically, and they could originate from any type of cells present within the aqueous. In our opinion, however, several factors draw strong suspicions on the theory of the RBC origin: out of the three XEN gel stent implanted in this patient\'s eyes, two achieved good and durable IOP control, while one became obstructed within just a few weeks of implantation. The only notable difference between the three procedures was the presence of a hyphema and dense AC RBC following the implantation of the stent that did eventually fail. Interestingly, this suggests that AC RBC can present a potential threat to XEN gel stents' patency, even in cases when the bleeding was minimal and self-limited and where the IOP was still controlled at the time of full hyphema resolution, similarly to what has been observed in sickle cells and ghost cell glaucoma.^[@B10]--[@B12]^ Clinically, this observation leads to several recommendations. First, unlike fibrin plugs that are usually visible under gonioscopic examination,^[@B11]^ cell fragments are translucent and can easily mimic a filtering bleb obstruction that would not, however, respond to needling revision. Second, the success rate of XEN gel surgery could potentially be influenced by higher bleeding risks; thus, patients with known bleeding disorders or anticoagulation therapy should be managed accordingly to minimize the risk of postoperative hyphema. Finally, patients presenting with postoperative hyphema should be carefully monitored for XEN gel stent obstruction, as erythrocyte resorption studies have shown that, while 50--70% of aqueous RBC are gradually reabsorbed into the blood stream, over a third of the cells gradually break down within the AC over days.^[@B13]^ Hence, stent blockage by RBC by-products can develop within 1--9 weeks of an intraocular hemorrhage and can cause a delayed rise in IOP.^[@B14]^ More evidence will be needed, however, to determine if early therapeutic actions like an AC washout could reduce the risk of developing subsequent stent obstruction.

![Macroscopic view of the proximal tip of an obstructed XEN gel stent (Allergan Plc, Dublin, Ireland). Multiple cell fragments can be seen within the 45 mm-wide lumen, with a dense aggregate around its anterior chamber opening (arrow) (×126 microscopy, unstained)](jocgp-13-113-g001){#F1}

CONCLUSION
==========

In conclusion, this report confirms that XEN gel stents can become obstructed from cell fragments. It appears that postoperative AC bleed could be a potential risk factor for such type of stent blockage, and every effort should be made to minimize the risk of perioperative bleed. More research is needed to determine if and when AC washout should be performed, in the event of an hyphema, to reduce the risk of XEN gel stent obstruction.

CLINICAL SIGNIFICANCE
=====================

This case highlights some previously unreported risk factors for XEN stent obstruction and suggests that stricter control of bleeding and monitoring of patients following hyphema could improve surgical outcome.
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